Abstract-The primary purpose of this study was to develop a laboratory photonic set-up for characterisation of homogeneity of gel phantoms for calibration of magnetic resonance. In this system, optical coherence tomography allows the detection of micro-and macroscopic heterogeneities of a structure. The set-up was used to perform measurements of agar and agar-carrageenan gels, which are the basis for more complex phantoms for magnetic resonance calibration. Obtained results were compared with magnetic resonance tomography methods used to detect macroscopic spatial differences in composition and heterogeneity in phantoms.
Magnetic resonance imaging (MRI) is a commonly used and, importantly, non-invasive method to illustrate normal tissues and pathological changes inside the human body. Nevertheless, before a new MRI device is approved for use, it is necessary to calibrate it properly and check the compatibility of its technical parameters with the manufacturer's specification. In order to do that, various calibration phantoms are created [1] [2] -some of them are used to determine geometric accuracy, others to calibrate relaxation times and proton density. Manufacturing procedures of new phantoms for calibration of medical devices are still being developed [3] [4] [5] [6] [7] [8] . Unfortunately, in the production process different heterogeneities may emerge, such as air bubbles or spatial differences in the composition. The occurrence of such impurities is at first verified visually, however, some may not be visible to the naked eye. In the case of phantoms for calibration of magnetic resonance those heterogeneities may change relaxation times locally, which evident in T1-and T2-weighted images, and disturb the measurement of its averaged value. Therefore, in this study we investigate the possibility of detecting heterogeneities occurring in phantoms by means of optical coherence tomography. Phantoms for calibration of relaxation times are usually prepared on the basis of aqueous suspensions or agarose gels. Occasionally, polyvinyl alcohol (PVA), gelatine, modified polysaccharide gels (TX-150 and TX-151) and carrageenan are also used [7] . For the purpose of this research, a set of base phantoms was created [9] -agar and agar-carrageenan gels varying in composition. An appropriate portion of agar and carrageenan was weighed into the beaker. Then, distilled water was added to obtain the desired volume. The resulting suspension was heated in an autoclave to completely dissolve the gelling agents. Hot liquid gels were poured into applicable containers. Table 1 presents the composition of prepared agar and agar-carrageenan gels. Initial quality assessment of prepared phantoms has been investigated with the use of swept source optical coherence tomography (SS-OCT) [10] . This technique enables the detection of defects in the internal structure through the measurement of back radiation intensity scattered by heterogeneities in the examined object [11] . Moreover, this method allows obtaining cross-sectional images of the studied object with a micrometer resolution. The principle of SS-OCT operation has been presented in Fig. 1 . Fig. 1 . The SS-OCT system set-up, where z is the depth of the reflecting layer.
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The properties of the applied OCT system are presented in Table 2 . Sample 2D images of the internal structure of phantoms 2 and 5 obtained by optical coherence tomography are presented in Fig. 2a and 2b. The OCT image of agar gel does not show any scattering centers, which proves the homogeneity of an internal structure. Adding carrageenan caused an increase in the heterogeneity. The OCT image shows grey points which indicate the occurrence of scattering centers. This may denote that the selected carrageenan concentration is too high to obtain a fully homogeneous gel structure. Magnetic resonance imaging was performed with the Philips Achivea 3.0T-TX system using a 32-channel cardiac coil. The parameters of the applied MRI measurement sequence are presented in Table 3 . The results obtained by optical coherence tomography can be compared with the visual assessment of phantoms' structure based on T1-and T2-weighted images presented in Figs. 3 and 4. These are exemplary images of the prepared phantoms at the same slice position. On a T2-weighted image, the higher the relaxation time, the brighter is the area. In the case of a T1-weighted image the relationship is reversed. Based on the obtained T1-and T2-weighted images, it is possible to visually assess the homogeneity of the base phantoms for magnetic resonance calibration. The following properties are to be assessed: occurrence of air bubbles, differences in phantom composition reflected in the form of streaks or local discoloration. The presented images show single air bubbles created in the agarcarrageenan phantoms and local discoloration of agar phantoms number 4 and 5, indicating the existence of local differences in the composition of those phantoms. The study shows that the developed system allows the detection of heterogeneities and slight differences in the composition of MR calibration phantoms. The use of OCT in the preliminary assessment of homogeneity of phantoms will allow the exclusion of heterogeneous samples. Moreover, the developed method is more affordable and accessible.
